Italian protocols. In each of them the time in supine and tilt position as well as the angle of the tilt are precisely defined, however some clinicians perform the tilt test gauged by their own knowledge and experience.
If during a passive-standing phase (lasting 45 minutes) syncope does not occur, nitroglycerine (ntg) sublingually is administered (0.4 mg) for an additional 20-minuts tilt duration. If syncope does not occur during this time, the result of the test is considered negative. Nitroglycerin is commonly administered to increase the diagnostic yield of the HUTT. As a strong venodilators, nitrates might facilitate vasovagal reaction by enhancing venous pooling in the upright posture. Nitroglycerine given sublingual as an aerosol works approximately 1 minute, and the effect lasts for approximately 2 hours.
In the head up tilt test one creates artificial conditions that correspond to upright position lasting long enough to provoke syncope. The TFM allows recording the patient's electrocardiogram (ECG), impedance cardiogram (ICG), and blood pressure (BP). TFM implements many algorithms for data processing in real time: HRV parameters, cardiac parameters, baroreceptors activity, etc. When syncope occurs, the analysis of baseline signals (ECG, blood pressure) allows the clinician to classify the patient response to orthostatic stress according to the VASIS classification (Vasovagal Syncope International Study) 2 . Extensive attempts have been made to describe the changes in monitored parameters seen at various time intervals after the tilt and before the occurrence of syncope. Usually the investigations focused on identification of differences in heart rhythm, blood pressure and impedance between patients with positive and negative HUTT test results. Nonetheless, it would be more diagnostically useful to be able to predict occurrence of syncope based solely on the reaction to orthostatic stress, without the necessity of a long-term tilt. For this reason, we focused our investigation on this aspect of syncope diagnosis. In the standard linear analysis the comparison of those two groups HUTT(+) vs. HUTT(−) shows no significant difference 16 . Therefore at present many investigators focus on applications of nonlinear analysis of heart rate regulation 17, 18 . It is known that a variety of factors influence the heart activity, hence the classical linear analysis in time-domain as well as frequency-domain methods are inadequate to explain the complexity of heart rhythm 17 . By contrast, the nonlinear methods give us a chance for a better understanding of biomedical time series. The most popular nonlinear methods are: Poincare plots, fractal methods, symbolic dynamics measures, heart rate asymmetry and entropy 16, 17, 19, 20 .
In this paper we focus on the nonlinear methods with special attention paid to entropy measurement. We present here the application of one kind of entropy: Sample Entropy (SampEn) to assess tilt table test results in patients suspected of having vasovagal syndrome. The paper is arranged as follows: section I describes vasovagal syndrome, section II presents Sample Entropy, section III characterizes materials and methods, section IV shows the results of research and section V contains discussion on the obtained results.
Vasovagal Syndrome
A syncope can be specified as a temporary self-terminated loss of consciousness. In most cases it results in a fall. The short-term reversible general brain ischaemia is assumed to be a direct cause of syncope. Due to this reason, one must differentiate syncope from cases when loss of consciousness occurs due to causes not related with ischeamia, e.g. epilepsy, hyperventilation with hypocapnia, hypoglycaemia, poisoning, psychogenic reaction that are often mistakenly diagnosed as syncope. In Europe, cases of syncope account for about 1% of admissions to the Emergency Department [21] [22] [23] [24] [25] [26] [27] . About 40% of this group is hospitalized 23 . In about 47% of women and 31% of men, the first episode of syncope occurs in the age between 10 and 30 years 5 , and most of them have reflex syncope. The second peak of incidence of syncope is observed in patients over 65 years old 5 . About 1/3 of patients suffer from more than one fainting episode within 3 years. The majority of patients have prodromal symptoms of varying duration, including dizziness, nausea, perspiration, weakness, visual disturbances occurring prior to syncope. Nonetheless, loss of consciousness often arrives without warning. Three types of syncope can be distinguished in terms of its ethology: neurocardiogenic, orthostatic and cardiogenic. Neurocardiogenic (reflex) syncope can be further classified according to the triggering stimulus to vasovagal (associated with orthostatic stress or emotion), situational (after micturition, sneezing, physical activity, early autonomic instability), carotid sinus hypersensitivity and atypical (reflex syncope occurs after specific, sometimes unclear trigger stimuli or even without any) 2 . The autonomic malfunction causing reflex syncope is either a vasodepressive response (loss of sympathetic vasoconstrictive tone with lowering of blood pressure) or cardio-depressive response (active parasympathetic stimulation leading to bradycardia or asystole) resulting in impaired cerebral perfusion 2 . Situations that can provoke fainting vary considerably between and within individuals. In most cases, the type of reaction does not depend on the type of stimulus. Moreover, an individual patient may demonstrate different types of responses on different occasions. The pathophysiology of neurocardiogenic syncope is heterogeneous. The experience gained so far and assessment of the results of tilt test show that a short pause in cerebral perfusion (lasting 6-8 s) or a decrease in systolic blood pressure (sBP) down to 60 mmHg or less is associated with syncope 28 . The sBP depends on cardiac output (CO) and total peripheral resistance (TPR). A drop in any of these parameters can cause syncope. Usually, both of these BP determinants decrease, but the role of each individual mechanism is significantly different.
There are two physiological theories attempting to explain the occurrence of vasovagal syncope. According to the central theory by van Lieshout and al., the reflex is triggered by activation of the cortical-subcortical centers, participated by necrohormones and neurotransmitters which lead to the bradycardia-hypotension reflex due to factors such as pain, fear or emotions 29 . The peripheral theory by Oberg and Thoren assumes that the reflex is triggered by stimulation of the cardiac mechanoreceptors in the left ventricle, cardiac atria and aortic arch as well as peripheral vascular chemoreceptors due to prolonged maintenance of upright body position 30 . Both theories agree that the cause of syncope is central hypovolemia resulting from deposition of blood in lower extremities and skeletal muscles, leading to a drop in blood pressure, bradycardia, and a drop in skeletal muscle tension. These two and other less popular theories show that the pathophysiological mechanism of vasovagal syndrome is still not fully determined. continuously tested in search for better understanding of its mechanisms. To this end we propose an analysis based on entropy measures and we have chosen sample entropy as an example.
Sample Entropy
Entropy is a concept introduced by Rudolf Clausius in thermodynamics as a measure of system uncertainty 31 . The idea of entropy was implemented to information theory and applied to describe loss of data in information transmission systems. The mathematical formula was proposed by Shannon and is known as Shannon Entropy
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. As a consequence of the development of information theory and time series analysis, many formulas and methods of entropy calculation appeared in a short period of time. Despite that, Shannon Entropy is still a widely known formula of entropy.
Entropy started to be implemented also in biomedical signals analysis as a parameter of their complexity. Entropy for heart rhythm analysis was first proposed by Pincus and it was named Approximate Entropy (ApEn) 33 . The idea of ApEn was based on measuring the likelihood that the similar sequences of points in time series remain similar for increment sequences 33 . The estimation of ApEn was used in many cardiovascular studies [34] [35] [36] [37] , but it is known that, it has some limitations. ApEn counts self-matches generating a bias towards regularity 38, 39 . This results in dependency on the time series length and the loss of relative consistency. The mentioned limitations inspired Moormann and Richmann to develop a calculation of entropy. They proposed the idea of Sample Entropy (SampEn) 38 . The algorithm for SampEn calculation is well known. Here we briefly describe its mathematical basis 17, 38 . Let us take the time series of length N, mark the length of the basic sequence as m and the similarity criterion as r. For the time series
)
we define a vector
And a set of vectors is formed: as:
are similar if they fulfill the similarity criterion: . Sample Entropy (SampEn(m, r, N)) is defined by:
The parameters m and r are usually chosen arbitrarily. In cardiovascular physiology [35] [36] [37] [38] [39] [40] [41] [42] [43] [44] [45] the embedding dimension m is usually set at 2 and following Pincus, the threshold is set to r = 0.2 × SD, where SD is the standard deviation of x i
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. The SampEn (m, r, N) statistics does not count self-matches. It has better theoretical agreement than ApEn, especially for random numbers with known probabilistic properties and short data. It also provides better relative consistency. Both ApEn and SampEn have extensive applications in cardiovascular physiology [38] [39] [40] [41] [42] [43] . In our previous paper 46 we presented an example of application of both ApEn (m, r, N) and SampEn (m, r, N) statistics for analysis of physiological signals. In our current investigation we focus on the assessment of signals complexity in short time intervals and for this reason the choice of SampEn statistic is necessary. The choice of SampEn in assessment of VVS analysis was inspired by the interesting results obtained by others researchers [35] [36] [37] [38] [39] [40] [41] [42] [43] [44] [45] .
Materials and Methods
Study group. It is a single-centre, retrospective analysis performed on a group of 230 patients diagnosed in Cardiology Outpatient Clinic at the 1st Chair and Department of Cardiology, Medical University of Warsaw from 2005 to 2013. The collected database was used to search for the patients with vasovagal syncope. The diagnosis of VVS was based on Westminster Protocol 2 and classified according to the VASIS classification 47 . The study group consisted of 80 patients under investigation for vasovagal syncope with the tilt test due to recurrent syncope. The study was conducted only on patients suffering from neuro-cardiogenic syncope. Patients with heart and brain diseases were excluded. Based on the result of passive HUTT (positive vs. negative) the study group was divided into two separated sub-groups signified respectively as HUTT(+) and HUTT(−). The HUTT(+) sub-group consisted of 57 patients who experienced syncope in the passive phase of the test. There were 43 women (aged: 35.6 ± 16.2) and 14 men (aged: 41.7 ± 15.6). Among the female participants the youngest was 18 years old and the oldest was 66. Among the male participants the youngest was also 18 years old and the oldest was 59. The HUTT(−) group consisted of 23 patients who passed the passive phase of the test uneventfully, but experienced syncope after pharmacological provocation with nitroglycerine. In this group there were 17 women (age: 32.3 ± 12) and 6 men (age: 43 ± 15). The youngest female was 20 years old and the youngest man was 22 years old, while the oldest male and female were 56 and 62 years old, respectively.
The study was conducted in accordance with the principles included in the Declaration of Helsinki. All the participants of the study provided a written conscious consent prior to any specific procedures of the study and agreed to use clinical data for scientific purposes. The study was approved by The Ethics Committee of Medical University of Warsaw, Poland (approval number AKBE/51/2018).
Measurements. The Task Force Monitor system device (CNSystem, Graz, Austria) was used to perform the HUTT in each case. The measurements were conducted in the morning in a quiet room with dimmed lighting. The patients were fasting prior to the test. There was used protocol based on the modified Westminster protocol 2 , i.e. patients remained in the supine position for 20 minutes and afterwards they were tilted to 60 degrees in 5 seconds. The passive upright tilt was terminated upon syncope occurrence, otherwise its duration was 45 minutes. The test was considered positive if syncope or pre-syncope was accompanied by bradycardia or hypotension. In case of asymptomatic hypotension or bradycardia the test was regarded as suggestive of neurocardiogenic reflex. In absence of syncope, the test was prolonged by additional 20 minutes and pharmacological provocation with 0.4 mg nitroglycerine (ntg) administered sublingually was carried out 48 . There were three cases when syncope did not occur after 45 minutes, but a significant drop in the sBP at the end of the passive upright tilt to values below 100 mmHg was recorded, marking the onset of the neuro-cardiogenic reaction. In those cases it was decided to prolong by another 15 minutes the passive tilt phase. During the added time each of the three patients eventually experienced syncope. In that cases the low blood pressure, was a contraindication to giving the nitroglycerine. A full syncope or a pre-syncope condition achieved without pharmacological provocation (HUTT(+) indicated the end point of the passive test. The minimum and maximum time from the tilt to syncope was 3 and 52 minutes, respectively. After the tilt, the syncope was noted on average after 20 minutes of time. In the prolonged test with pharmacological provocation (ntg) the minimum time from the provocation to syncope was about 2 minutes, while the maximum time was 6.8 minutes. The average time from administration of nitroglycerine to syncope was 3.8 minutes. Based on the HUTT results, the observed changes in heart rhythm and blood pressure for each patient during the neuro-cardiogenic reaction were allocated according to the VASIS classification 47 .
Data Analysis and statistical methods. We analyzed three basic physiological biosignals recorded with the TFM during HUT test. These were: high resolution ECG (Electrocardiography) signal (2-channels with a sampling frequency of 1000 Hz), systolic and diastolic blood pressure (sBP, dBP) measured continuously and ICG (impedance cardiography). We based our analysis on the RR-intervals (RRI) extracted from the ECG recordings. The TFM system determined the time interval from opening to closing of the aortic valve (LVET) and stroke volume (SV) from the impedance curve. All the signals were recorded with beat-to-beat time intervals and the measuring time points were indicated by the cardiac rhythm. The clinician carefully checked all the signals. Among all the data obtained during the measurement, the abnormal results did not exceed 5% of. The data have been not detrendend.
As mentioned previously, our attention was focused on the basic parameters: RRI, sBP, dBP, SV. Figure 1 presents an example of parameters recorded for single patients from the HUTT(+) (Fig. 1a) and HUTT(−) (Fig. 1b) group. The stages of the positive HUTT are marked as follows: I-supine position, IIa-tilt, III-syncope. For the negative HUTT the following coding have been used: I-supine position, IIa-tilt, IIb-ntg provocation, III-syncope. From each stage for the HUTT 250-beats intervals of data were selected, forming 250-beats registration windows. The windows are marked in Fig. 1 as solid-line boxes.
For each group the values of RRI, sBP, dBP and SV were compared between the registration windows. Afterwards, we determined SampEn of the parameters for each window. During the next step, the entropies between the windows were compared. We also determined SampEn of the shuffled data in each window and we compared them with entropies determined for real data.
The last stage of the analysis is focused on each window separately. We determined the entropies in a sliding window of 100 beats for each of the windows. We were using sliding window forwarding with 1 beat step. The sliding window idea can be described as follows:
For N, n, i, p, k, j, ∈  let us define a time series of length N as a sequence:
}, n -is n-th sample of the chosen biosignal (RRI, sBP, dBP and SV). Let us take a subset ⊆ W S of p subsequent points of the S series, where 1 ≤ p ≤ N and denote its elements as follows:
For 1 ≤ k ≤ p let us define X as a family of subsets of k elements of set W:
where
, 1 Now let us define a function f as follows: We also compared the value of: RRI, sBP, dBP, SV, SampEn(RRI), SampEn(sBP), SampEn(dBP), SampEn(SV) between the HUTT(+) vs. HUTT(−) subgroups in the analyzed phases of the test. Similar calculations of entropies were performed for the shuffled data (SampEn(RRIsh), SampEn(sBPsh), SampEn(dBPsh), SampEn(SVsh) and then the comparisons between the entropies of real and shuffled data were investigated. We used nonparametric tests for statistical analysis as the statistical conditions for implementing parametric methods (normal distribution, variance equality) were not met. We compared the parameters with the Friedman test and the post-hoc multicomparison test. The value of α = 0.05 was considered significant. The algorithm from Physionet 49 was used to determine the Sample Entropy. We did the calculations with the Matlab R2017b system.
Results

Parameters' comparison for HUTT selected stages between HUTT(+) and HUTT(−) groups.
In Section 3.3 we indicated the phases of the tilt test applied for the HUTT(+) and HUTT(−) subgroup (Fig. 1) . Figure 2(A,B) shows box plots for analyzed parameters (RRI, sBP, dBP, SV) in the described phases for the HUTT (+) group ( Fig. 2A) and for the HUTT (−) group (Fig. 2B) . We performed comparisons of parameters with the Friedman test and multicompare post-hoc test. Statistically significant differences between the phases of HUTT 33, 38 . Table 1 shows mean values, standard deviation of the parameters and entropies in all HUTT phases for both groups and for the entropies calculated for shuffled data (RRIsh, sBPsh, dBPsh, SVsh). Sample Entropy in sliding windows. The major changes in RRI, sBP, dBP and SV occurred in phase III that ended with the occurrence of syncope. As it was mentioned before, a drop in sBP and dBP are the main indicators of syncope.
We also investigated changes in the dynamics of entropy in a sliding window of 100 beats, We determined SampEn for the previously mentioned parameters (RRI, sBP, dBP, SV). In all cases, SampEn was set for r = 0.2 × SD, m = 2, N = 100. The sliding window was advancing by 1 beat step each time. Figure 6 (a-c) presents plots for SampEn (RRI), SampEn (sBP), SampEn (dBP) and SampEn (SV) in a sliding window for the HUTT(+) and HUTT(−) groups together, thus allowing comparison of the dynamics of SampEn changes between the groups in each phase.
The discussion of the study results is presented in Section 5.
Discussion
The physiological mechanism of vasovagal syndrome is complex and despite many investigations it has not been fully elucidated. Its full explanation would improve the diagnostics of vasovagal syndrome and add to more efficient help for patients suffering from it. Regarding the diagnostics, the key expectation is the possibility of predicting occurrence of vasovagal syndrome without the prolonged tilt test. In order to achieve this aim it is crucial to find parameters that allow to predict HUTT results based on the autonomic nervous system response to tilt 50 . The tilt table test is not a painful test for the patients, but as it is a lengthy procedure it is uncomfortable and inconvenient. Therefore numerous investigations dealing with prediction of the final result of HUTT rely solely on the analysis of the basic signals such as RRI, sBP, dBP in the supine position or a short-time response to tilt [51] [52] [53] [54] [55] [56] . For this reason our research is focused on identification of parameters which could successfully predict the final result of HUTT based on the response to tilt 50 . Mallat et al. proposed a criterion of a negative tilt test result based on the heart rate (HR) analysis in first 6 minutes following an upright tilt. According to their conclusions the slight increase of HR (≤18 bpm) in the first 6 minutes is an indication of negative HUT result. As interesting as it is, unfortunately this is useful only for a limited group of patients who suffer from unexplained episodes of syncope 55 . Other researchers find that detection of oscillations in blood pressure during HUT can indicate the test outcome. The hemodynamic instability was observed in passive HUT and ntg provocation in patients who experience syncope in test with isopropenol. No blood pressure oscillations were observed in patients with negative result of HUT with isopropanol provocation 53 . HUT test results are most commonly studied on the basis of HRV analysis. However the results are often inconclusive. Erfemof et al. showed the difference between patients with positive HUT outcome in passive test and test with ntg provocation. They observed decrement of parasympathetic activity in patients with positive response on ntg-provocation. Such reaction did not occur in patients with negative response on that test 57 . Many researches did not find significant differences in HRV parameters when comparing patients with positive and negative HUT outcome and patients with different types of VVS 52, [58] [59] [60] . In some studies investigators showed higher sympathetic activity in patients with VVS as compared to healthy subject 51, 61 others, however, observed higher parasympathetic activity 51, 52, 61 . The described investigations indicate that the analysis of HUTT outcome prediction should focus on more than a single biosignal. Separate analyses of ECG and blood pressure are not effective and have a limited predictive value. Vitrag et al. combined analyses of RRI and sBP 51, 62 . They proposed an algorithm that would predict VVS during a tilt test. It is based on a Table 1 . Descriptive statistics of HUTT(+) and HUTT(−) groups in phases I, IIa, IIb and III (mean ± sd).
simultaneous analysis of trends of RRI and sBP and their low-frequency power LF 62 . That algorithm give an indication of an oncoming syncope about 2 minutes before its occurrence. This research refers to very important field of syncope investigation. The possibility of syncope prediction even shortly before its occurrence would allow to improve the quality of patient's life. A special device using such algorithm could alert the patient who would then self-administer the medication and lie down 51, 62 . Our investigations were based on the analysis of four signals recorded simultaneously during the test. We combined the traditional statistics of the signals with nonlinear analysis. The ideal parameter in terms of syncope diagnosis should enable early identification of patients who will develop syncope based on measurements made in supine position.
In the first stage of our analysis we compared average values of RRI, sBP, dBP and SV in the indicated phases of HUTT. Our findings confirm the results previously reported by other researchers 16, 50 . We observed a significant decrease in RRI and SV ( Fig. 2A(a,c) (RRI, SV: p < 0.0001) in the HUTT(+) group just after the tilt (phase IIa), accompanied by an increase in sBP and dBP ( Fig. 2A(b,d) (sBP: p = 0.0003, dBP: p < 0.0001). Comparing phase III against phase I, we found significantly lower values of RRI (p < 0.0001), sBP (p = 0.039) and SV (p < 0.0001) in the former. Also, the values of blood pressure (sBP, dBP) and stroke volume (SV: p = 0.018) were significantly higher in phase IIa, compared with phase III (Fig. 2A) 
A slightly different pattern of changes was however observed in patients who presented syncope following with nitroglycerin provocation. The HUTT(−) group presented a statistically significant decrease in SV (p = 0.004) with a concomitant increase in blood pressure (sBP (p < 0.0001), dBP (p < 0.0001) in response to tilt (phase I vs phase IIa, Fig. 2B ). There were not significant changes in RRI. In the pre-syncopal phase (phase IIb vs phase III) a statistically significant sudden decrease in sBP and dBP occurred also in this group (Fig. 2B HUTT(−) : sBP (p = 0.011), dBP (p = 0.015). The changes of RRI and SV were not significant. This group presented significantly lower values of RRI (p < 0.0001) and SV (p < 0.0001) in phase IIa, compared with phase III. In our opinion the decrease in sBP and dBP is the most characteristic predictor of approaching syncope in both groups.
We also ran a comparison of the HUTT(+) vs. HUTT(−) group in the corresponding phases of the test (I, IIa, III). We found statistically significant differences between both groups regarding the pre-syncopal phase III for all analyzed parameters (RRI (p < 0.0001), sBP (p < 0.0001), dBP (p < 0.0001), SV (p = 0.01) (Fig. 5) . Patients from the HUTT(−) group had significantly lower values of RRI and SV and higher values of sBP and dBP than patients in the HUTT(+) group, most likely due to the administration of nitroglycerin, because NTG given in a upright position causes further significant reduction of venous return and increase of the heart rhythm, which leads to a vasovagal reaction. Stroke volume was the only parameter that significantly different groups in the phase I (p = 0.01). Significantly higher values of SV were found in the supine position (phase I) in HUTT(−) patients than in their HUTT(+) counterparts (Fig. 5) . This observation suggests impedance measurement as a base for creation of markers of syncope occurrence in the tilt test, possibly to be detected as early as in the first stage of the test (in the supine position). The vasovagal reaction mechanism is different depending on whether NTG is used or not despite the absence of differences in RRI and BP. Spontaneous syncope (positive passive HUTT result) and NTG induced syncope are considered as equivalent for diagnostic purposes. The described above difference of SV values in supine position and differentiated pattern of changes of SV during the HUT test show the difference between two groups of patients which in medical classifications have the same diagnostic conclusion (syncope during HUTT).
Our main investigations were focused on the assessment of the parameters' irregularity in successive HUTT phases in HUTT(+) vs. HUTT(−) patients, using Sample Entropy as a measure of irregularity. The entropy is related to the complexity of the data. The value of entropy depends on the type of analyzed data: for random, uniformly scattered data it is the largest, for random series of different probability distributions it is smaller and finally it drops to the value about 0 for highly predictable systems.
Firstly we computed Sample Entropy for the data (RRI, sBP, dBP and SV) and shuffled data (RRIsh, sBPsh, dBPsh and SVsh) in each phase and for each group. The results of the calculations are presented in Table 1 . The entropies calculated for the real data differ depending on the phase and the group. In HUTT(+) group the mean value of SampEn (RRIsh) ranges: from 1.5 ± 0.4 in phase III to 2.1 ± 0.2 in phase I. For the remaining parameters the values are between 1.8 and 2.1. In HUTT(−) the mean value of SampEn for shuffled data is not lower than 1.8 and not greater than 2.1. In each phase we also compared the entropies for real and shuffled data, the results are presented in the Fig. 3 . In both groups in each phase SampEn for real data was significantly lower than the entropy of shuffled data. Such results indicate that the entropy for the real data is related to the complexity of the analyzed hemodynamic parameters and not only represents their variability. Figure 4 (A,B) presents the mean values of SampEn (RRI), SampEn (sBP), SampEn (dBP) and SampEn (SV) for the HUTT(+) (Fig. 4A) and HUTT(−) (Fig. 4B) group. There was a significant decrease in SampEn (RRI) in successive phases of HUTT in both groups. In the HUTT(+) group there was a significant decrease in SampEn (RRI) and SampEn (SV) in response to tilt (phase I vs phase IIa, Fig. 4A ) (p < 0.0001). In HUTT(−) patients, however, we found a significant drop only in SampEn (RRI) (p < 0.011) in response to tilt (Fig. 4B) . Comparing phase IIb against phase III in HUTT(−) group, we did not find significant differences in SampEn values of measured signals. When comparing phases IIa and III, HUTT(+) patients displayed significant changes in all parameters. We observed lower values of SampEn (RRI), SampEn (sBP) and SampEn (dBP) but significantly higher SampEn (SV). We assume that the substantial decrease in entropy occurring for RRI, sBP and dBP, just before syncope results from the decreasing irregularity of these parameters, which in turn leads to undesirable stability of the system, typical for syncope. However there are different patterns of SampEn changes in the analyzed groups. The most interesting changes, however, concerned the oscillating dynamics of SampEn (SV) in both groups. The highest degree of irregularity occurred in phase I (SampEn over 1). Then it transiently decreased to 0.8 in response to tilt (Table 1) , only to increase again in the subsequent phases and eventually decrease in the pre-syncope phase, with mean entropy values slightly over 1, ranging from 0.8 to 1.16 ( Table 1 ). The dynamic changes displayed by SampEn (SV) in contrast to other parameters, shifted our attention to the role of the impedance measurement in the diagnosis of syncope [63] [64] [65] . Figure 5 presents comparisons of SampEn (RRI), SampEn (sBP), SampEn (dBP) and SampEn (SV) between the HUTT(+) and HUTT(−) groups in successive HUTT phases. Despite the significant differences observed between the successive phases within each group separately, we did not find many statistically significant differences between the groups. Thus, it can be concluded that changes in the parameters' irregularity are quite similar in each group. The only significant differences were noted for SampEn (sBP) (p = 0. Table 1 ).
We also focus on changes in the dynamics of entropy in all phases of the test. We analyzed SampEn of different parameters in each phase of HUTT (I, IIa, III) using a 100-beat sliding window advancing by 1 beat on a beat-to-beat basis. In Fig. 6 one can find graphic plots of entropy values (SampEn (RRI), SampEn (sBP), SampEn (dBP) and SampEn (SV) presented separately for each HUTT phase and comparing both study groups with each other (Fig. 6a-c) .
A brief analysis shows that the values of SampEn calculated in the sliding windows are higher than that calculated for each 250-beat phase. The observed differences are strictly connected with the SampEn sensitivity to data length N. According to the numerical experiments the clear stabilization of the entropy is achieved for 2000 points, but the recommended data length is over 200. The data length less than 75-100 is not recommended for SampEn calculation, therefore we used 100-beat sliding windows and our attention was rather focused on the changes of the entropy in each phase, than the analysis of its values 66 . The character of the changes of entropy in both study groups in phases I and IIa was very similar. The plots of the entropies overlap and have similar values in the whole phase. The highest value of entropy noted in the HUTT(+) group (around 1.6) was observed for RRI in phase I (Fig. 6a, Table 1 ). In phase IIa SampEn (RRI) decreased to a value of approximately 1 and in the pre-syncope phase even lower, down to 0.3. The changes in SampEn (RRI) in the HUTT(−) group were quite similar, with the only difference of the decrease in SampEn (RRI) down to 0.4, occurring just after nitroglycerine intake (phase IIb) and remaining at this level until syncope occurrence (Fig. 6b) . The entropy of systolic blood pressure (SampEn (sBP) and diastolic blood pressure (SampEn (dBP) in phase I and IIa in both study groups was similar and it remained below 1. Similar changes in the regularity of SV (SampEn (SV) in phase I and IIa were noted for both groups (Fig. 6a,b) , however the character of the changes in phase IIa is of particular interest and is different from other parameters. In response to tilt SampEn (SV) rapidly increased from 0.55 to 1.55 and remained at this level thereafter. Occurrence of syncope was directly preceded by a slow decrease in the analyzed entropies (Fig. 6c) in HUTT. The changes in SampEn (RRI), SampEn (sBP) and SampEn (dBP) assessed for the HUTT(+) group were similar, but they significantly differed from those found in the HUTT(−) group. In HUTT(−) group, both SampEn (sBP) and SampEn (dBP) were much higher than SampEn (RRI) and it seems that in the case of the HUTT(−) group the irregularity of blood pressure is on a higher level than the irregularity of heart rhythm. In the HUTT(+) group syncope occurred at much lower values of SampEn (sBP) and SampEn (dBP) as compared with the HUTT(−) group. In this pre-syncope phase the entropy of each parameter decreased noticeably in the HUTT(+) group (Fig. 6c) . In this group the vagal activity of autonomous nervous system modulates the irregularity of heart rhythm much more than in the HUTT(−) group, where we observe a fairly slight decrease of SampEn (RRI), SampEn(sBP) and SampEn(dBP). Moreover SampEn (SV) slightly increases at the beginning, but then it stagnates at the level of 1.4 until the onset of syncope. Stroke volume (SV) is an important parameter which distinguishes between vasovagal reactions with application of NTG and without. Both the SV value before the tilt test and the dynamics of sample entropy of the SV during HUTT suggest that the mechanism of these reactions is different.
Simultaneous measurement of ECG and blood pressure are "standard measurements" during HUTT due to necessity of VASIS classification. The idea of application of hemodynamics parameters based on ICG measurement in prediction and interpretation HUT test outcome was proposed by other researches 10, [67] [68] [69] [70] [71] [72] . Bellard et al. found significant differences between patients with positive and negative HUTT outcome in ventricular ejection in response to tilt 71 . But they did not find significant differences in response to tilt in parameters related to SV. Shen et al. found decrease in SV and increase in heart rate (HR) in patients with positive HUTT outcome with provocation. Patients with negative HUTT outcome had non-significant HR increase 73 . On the contrary, Novak et al. 50 observed a decrease of SV in patients with and without positive HUTT outcome. The significant decrease of SV was also observed by Zadi et al. after 2 minutes and 5 minutes of tilt 74 . Koźluk et al. also found in the 5th minute of the tilt significant decrease in hemodynamic parameters in patients with positive HUTT outcome 50 . The analysis mentioned above described HUTT in two groups of patients: with and without positive outcome. The positive HUTT group consisted of the patients with a positive result of the passive test and the test with provocation as opposed to patients with negative HUTT results. The presented results are not consistent and lead to a conclusion that the role of parameters based on ICG measurement in HUTT test is still not sufficiently explained and requires further investigations.
In our investigation we tried to find a difference between passive HUTT and HUTT with provocation. There was searching of much more subtle differences limited to patients suffer from syncope. Therefore the observed differences in SV and Sample Entropy of blood pressure seem to have great potential in finding a key to prediction of HUTT outcome.
Our investigations are an example of a practical application of Sample Entropy for vasovagal syncope assessment. We can conclude that entropy and its changes calculated for the heart rhythm and blood pressure are not able to identify patients that fall or do not fall in the passive tilt table test. Essential differences were only observed for stroke volume. Therefore, only this parameter (or another one obtained from ICG measurement) appears to be a promising candidate for future investigation. It can be beneficial to analyze other measures of complexity for ICG measurements.
Limitations
The analysis presented in this paper skips the issue of gender. The uneven share in patient gender mirrors the gender-related differences in syncope occurrence seen in the general population. We are also conscious of the influence of the age on the hemodynamic parameters and their complexity. In such cases, we would need to divide the study population into smaller subgroups to include gender and age in our investigation. Such division, however, would not allow us to reach statistical significance.
